Abstract. The optical properties of a receptor-targeted probe designed for dual-modality mapping of the sentinel lymph node (SLN) was optimized. Specific fluorescence brightness was used as the design criterion, which was defined as the fluorescence brightness per mole of the contrast agent. Adjusting the molar ratio of the coupling reactants, IRDye 800CW-NHS-ester and tilmanocept, enabled us to control the number of fluorescent molecules attached to each tilmanocept, which was quantified by 1 H nuclear magnetic resonance spectroscopy. Quantum yields and molar absorptivities were measured for unconjugated IRDye 800CW and IRDye 800CW-tilmanocept (800CW-tilmanocept) preparations at 0.7, 1.5, 2.3, 2.9, and 3.8 dyes per tilmanocept. Specific fluorescence brightness was calculated by multiplication of the quantum yield by the molar absorptivity and the number of dyes per tilmanocept. It predicted that the preparation with 2.3 dyes per tilmanocept would exhibit the brightest signal, which was confirmed by fluorescence intensity measurements using three optical imaging systems. When radiolabeled with 68 Ga and injected into the footpads of mice, the probe identified SLNs by both fluorescence and positron emission tomography (PET) while maintaining high percent extraction by the SLN. These studies demonstrated the feasibility of 800CW-tilmanocept for multimodal SLN mapping via fluorescence and PET-computed tomography imaging. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI.
Introduction
A sentinel lymph node (SLN) is defined 1 as the first lymph node that receives lymph from a tumor. Consequently, the SLN is the first tissue to trap malignant cells that have metastasized from the primary cancer. To exploit this biological phenomenon, surgeons localize the SLN using a vital blue dye, 2 a radiopharmaceutical, 3 or both. 4 If, after a thorough pathologic examination, the SLN is free of tumor cells, the surgeon can conclude that the cancer has not spread. If the patient is a woman with breast cancer, the surgeon will reduce the extent of the surgery by not excising the remaining lymph nodes. 5 If the SLN is draining a melanoma, an SLN that is free of tumor cells is predictive of a better prognosis. 6 Technetium-99m-labeled tilmanocept, 7 also known as [ 99m Tc]-diethylenetriaminepentaacetic acid (DTPA)-mannosyldextran, 8 is a receptor-targeted radiopharmaceutical designed for SLN detection. Using an "instant kit" formulation 9 with the tradename Lymphoseek, a series of phase 1, 10,11 phase 2, 12 and phase 3 13, 14 clinical trials, using intradermal, subareolar, and periturmoral administrations, demonstrated rapid SLN accumulation, high SLN retention, high concordance with vital blue dye, and no adverse events related to the radiopharmaceutical. Technetium-99m-labeled tilmanocept was approved for clinical use by the U.S. Food and Drug Administration in March 2013. 15 Recent clinical trials 16, 17 using a mixture of indocyanine green (ICG), 18 a low-molecular weight fluorescent dye that emits a near-infrared (NIR) photon, and Nanocoll, 19 ,20 a 99m Tc-labeled microaggregate of albumin, have demonstrated the potential of SLN detection based on multimodal imaging. Assuming high affinity of ICG for albumin, the patient is first imaged with a single photon emission computed tomography, which is usually attenuation-corrected based on a computed tomography (CT) image. Guided by these preoperative images, the surgeon intraoperatively detects the SLNs using endoscopic imaging of the ICG fluorescence.
We recently proposed 9 multimodal SLN detection based on imaging with positron emission tomography (PET) with CT-based attenuation correction. PET provides higher spatial resolution, increased sensitivity, more accurate attenuation correction, and better scatter correction. After radiolabeling tilmanocept with 68 Ga, a generator-produced positron-emitting radionuclide, canine pelvic SLNs were imaged 1 h after a transrectal injection into the prostate gland. 21 Covalent attachment of Cy7, a cyanine fluorescent dye, to tilmanocept resulted in an NIR fluorescent-tagged tilmanocept, 22, 23 which retained the properties exhibited by tilmanocept without the fluorescent tag. Fluorescent-labeled tilmanocept exhibited sub-nanomolar receptor affinity (K D < 1 nM) to a macrophage cell line that expresses the receptor (CD206), as well as in vivo behavior consistent with SLN receptor-mediated accumulation.
Here we introduce a series of new dextran conjugates with different dye densities. The dyes are covalently conjugated to the dextran backbone. And the average number of dyes per dextran was measured via nuclear magnetic resonance (NMR). The specific fluorescence brightness was evaluated for the selection of the best imaging probe. Finally, 68 Ga was labeled to the fluorescent-tilmanocept and the feasibility of SLN PET and fluorescence imaging in a mouse model was demonstrated. To the best of our knowledge, this is the first example of dual-modality SLN-targeted nonparticulate imaging with 68 Ga and an NIR dye, IRDye 800CW.
Methods

Synthesis: Conjugation of IRDye 800CW
to Tilmanocept
Conjugation of the optical reporter, a cyanine dye, to tilmanocept proceeded in a manner previously described. 24 The NIR dye was covalently coupled to the amino-terminated leashes on the dextran backbone of DTPA-mannosyl-dextran (tilmanocept, Navidea Biopharmaceuticals, Ohio). The mean number of DTPA, mannose, and amines per dextran of the tilmanocept preparation was 4.4, 16.8, and 5.5, respectively. The mean molecular weight was 16;738 g∕mol and Stokes radius was 7.7 nm. Conjugates with different IRDye 800CW to tilmanocept ratios were prepared. Briefly, tilmanocept (0.25 μmol) was combined with varying amounts (molar excess of 1 to 10 equivalents) of IRDye 800CW-NHS-ester (LI-COR Biosciences, Nebraska) in 1.1 ml dimethyl sulfoxide. After brief vortexing, the mixture was incubated overnight on a rolling rotor at 30°C. After diluting the reaction mixture with deionized water, IRDye 800CW-tilmanocept (800CW-tilmanocept) was purified by centrifuging the product through an ultrafiltration system (Ultra 15, Amicon Corp., Maryland, 3 kDa molecular weight cut-off). After five times of centrifugation, deionized water was added to the concentrated retentate and a sample was removed for analysis of purity. The centrifugation was repeated until no free IRDye 800CW could be detected in the retentate as measured by high-performance liquid chromatography (HPLC) with fluorescence detection. The product was lyophilized, weighed, and redissolved in phosphate-buffered saline (PBS) to form a stock solution with a final concentration of 1.0 × 10 −4 M. Purity of the final product was confirmed by size exclusion (TSKgel G2000SWxl, Tosoh Bioscience LLC, Tokyo, Japan) HPLC (System Gold, Beckman-Coulter, California) using 0.9% saline as the mobile phase. The eluate was monitored by UV absorbance and fluorescence (L-7480, Hitachi America, Ltd., Michigan).
Quantification of Fluorophore Density
NMR spectroscopy was performed to measure the average number of conjugated IRDye 800CW molecules attached to each tilmanocept molecule. Purified 800CW-tilmanocept was dissolved in D 2 O to form a concentrated solution. The sample was analyzed on a 500 MHz NMR spectrometer (ECA 500, JEOL Corp, Ohio). The fluorophore density R, the average number of dyes per dextran backbone, was calculated using Eq. (1):
where A Ha equals the area under the peak designated H a at 7.7 ppm and A Hb equals the area under the two peaks designated H b at 4.8 and 5.2 ppm.
Statistical Analysis of IRDye 800CW Density Distribution
We employed a statistical model to predict the distribution of IRDye 800CW attached to each tilmanocept. The model was previously used to predict the distribution of iodine atoms after radiolabeling of proteins 25 and was later applied by Meares and Goodwin 26 to study the distribution of chelators after covalent attachment to antibody molecules. The quantity
represents the theoretical fraction of 800CW-tilmanocept molecules with n IRDye 800CW molecules covalently coupled to the amino-terminated leashes of the dextran backbone. The quantity m is the maximum number of amino-terminated leashes in the tilmanocept molecule; we set m equal to 6 based on the average number of free amino groups in the tilmanocept preparation. The average number of IRDye 800CW molecules per tilmanocept (IRDye 800CW density) is represented by the variable R. We calculated fS n values for 800CW-tilmanocept preparation having average 800CW densities of 0.25, 0.5, 1.0, 2.0, and 3.0 mol∕mol. Equation (2) assumes that the IRDye 800CW-NHS-ester reacts with all of the amino-terminated leashes with equal probability and that attachment to an amino group renders the reaction site unreactive and does not alter the probability of a reaction to the remaining sites. Using conservation of mass, the fraction of tilmanocept molecules without any attached dye (fuS) can be calculated as
Characterization of Optical Properties
Absorption spectra (Varian Carey 3E, Agilent Technologies, CA) were obtained between 650 and 850 nm (1 nm slit width, 1 nm step size) for both IRDye 800CW-NHS-ester and five 800CW-tilmanocept conjugates with a different dye density each. Samples were dissolved in PBS followed by brief shaking. The solutions were diluted with PBS to five concentrations and measured in a cuvette with a 10 mm path length. Emission spectra (Fluorolog 3, Horiba Jobin Yvon Inc., New Jersey) were obtained for each 800CW-tilmanocept conjugate and unconjugated IRDye 800CW-NHS-ester. Samples were excited at 758, 780, and 805 nm, respectively, and emission spectra (750 to 850 nm, 5 nm slit width) were acquired.
The molar absorptivities (ε) of unconjugated IRDye 800CW and 800CW-tilmanocept conjugates were calculated in the following manner. Absorption at 758, 780, or 805 nm was measured for each sample at five different dilutions. All absorbance values were below 0.05. When the absorbance was plotted as a function of the IRDye 800CW concentrations, ε equaled the gradient of the regression line. The standard errors for ε were generated from the linear regression.
Quantum yields (Φ) for free IRDye 800CW-NHS-ester and 800CW-tilmanocept were calculated in the following manner. Applying a similar method outlined by Williams et al., 27 the integral of the corrected fluorescence spectrum over 760 to 850 nm of each sample dilution was plotted against the absorbance at the individual excitation wavelength. The gradient yielded the relative quantum yield of each sample. The standard errors for Φ were generated from the linear regression. The absolute value of the quantum yield and standard error for unconjugated IRDye 800CW were obtained from three measurements on an integrating sphere Quanta-phi (HORIBA Scientific, New Jersey). The relative quantum yield values for each of the 800CW-tilmanocept conjugates were scaled to the absolute values by multiplying the ratios of the relative quantum yield of each 800CW-tilmanocept to IRDye 800CW, and the absolute quantum yield of the IRDye 800CW.
We calculated fluorescent brightness per molecule of IRDye 800CW and per molecule of 800CW-tilmanocept. The brightness per molecule of IRDye 800CW was calculated as the product of molar absorptivity (ε) and the quantum yield (Φ). The multiplication of R and εΦ yielded the specific fluorescence brightness εΦR, which provided a measure for the contrast agent. This parameter was used as the design criterion for optimization of our fluorescent probe. The relative errors for the brightness values were generated as the quadratic sum 28 of the relative errors of ε and Φ. The standard deviation of dye density R from three NMR measurements was <0.3% of the absolute value. It was neglected in calculations of the errors for the specific fluorescence brightness.
In vitro fluorescence intensity measurements of five 800CW-tilmanocept conjugates were performed on three different fluorescence imaging systems. Each imager represents a different experimental setting and uses a different set of excitation and emission wavelengths. The Optix MX (Advanced Research Technologies Inc., Montreal, Canada) uses an excitation wavelength of 758 nm and an emission filter set consisting of a 780 nm long-pass filter and a 782 nm bandpass filter with a 20 nm bandwidth. The Fluobeam 800 (Fluoptics, Grenoble, France) excites with a wavelength of 780 nm and employs a long-pass emission filter at 800 nm. The da Vinci SI surgical system (Intuitive Surgical Inc., California) uses an excitation laser of 805 nm and applies a long-pass emission filter at 830 nm. Solutions (640 μL) in eppendorf centrifuge tubes with the same concentration of 800CW-tilmanocept (781 nM) were placed under the cameras within the field-of-view. The same volume of PBS was used as a blank control. All samples were arranged in a manner to ensure uniform illumination. Images were acquired and a region of interest (ROI) was drawn within each sample to calculate the fluorescence signals; an ROI over the PBS represented the background noise. The signal-to-noise ratio (SNR) was calculated by dividing the signal from the ROI with the background noise. The maximum fluorescence intensity within each ROI was obtained using Optiview (Advanced Research Technologies Inc.) and ImageJ software (National Institutes of Health, Bethesda).
For each of the three excitation wavelengths, the brightness and the ROI fluorescence intensity measurements of all 800CW-tilmanocept conjugates with different IRDye 800CW densities were compared. The molar brightness and ROI fluorescence intensity were normalized through dividing each measurement within a given wavelength by the highest value, which was provided by the R ¼ 2.3 mol∕mol conjugate for all three wavelengths.
Radiolabeling and Radiochemical Purity
Radiolabeling of 800CW-tilmanocept with 68 Gawas performed using a previously described method. 21 Briefly, a 68 Ga generator (IGG100, Eckert & Ziegler Isotope Products, Berlin, Germany) was eluted with 5 ml 0.1 N HCl. A volume (30 μL) containing 3 nmol of 800CW-tilmanocept was combined in a polypropylene vial with 50 μL of 2.0 M sodium acetate solution and 0.5 mL of the generator elute. The reaction mixture was allowed to stand at room temperature for 15 min. Finally, 0.5 mL PBS (pH 7.2, 0.1 mol∕L phosphate and 0.15 mol∕L chloride) was added to the reaction mixture to adjust the pH value to 7. Doses (40 μL) were drawn into insulin syringes with 28 gauge needles. Instant thin layer chromatography (ITLC) using Whatman-31ET (Whatman Ltd., Michigan) as the stationary phase and acetone as the mobile phase was performed using standard technique to measure the radiochemical purity. The radiolabeled product was characterized by HPLC using UV absorbance, fluorescence, and radioactivity detection (Model 170, BeckmanCoulter).
Fluorescent Purity
Purity of fluorescent label was measured by scanning the 68 Ga-labeled 800CW-tilmanocept ITLC strips developed in CH 3 OH∕H 2 O (85/15, v/v) with the Optix MX fluorescence imaging system (λ ex ¼ 758 nm, λ em ¼ 780 to 792 nm). An ITLC of free IRDye 800CW was also performed and scanned on the Optix MX. This sample was prepared by combining 100 nmol IRDye 800CW-NHS-ester in 1 mL PBS. After standing for at least 30 min at room temperature, a drop of the solution was applied to a silica gel ITLC strip (green label, Biodex Medical Systems, New York) and developed with CH 3 OH∕H 2 O (85/15, v/v).
In Vivo Sentinel Lymph Node Fluorescence Imaging
In vivo SLN mapping was performed using a healthy mouse model. After subcutaneous footpad injections, optical properties and the radioactivity profile of each popliteal lymph node was studied. Female Swiss Webster mice (18 to 24 g, five weeks old) were purchased from Charles River Labs. The in vivo procedures in this study were performed under a protocol approved by the Institutional Animal Care and Use Committee at University of California, San Diego. Three mice were imaged for each 800CW-tilmanocept conjugate with fluorophore densities of 0.7, 1.5, 2.3, 2.9, and 3.8. All mice were anesthetized by inhalation of 1 to 2% isoflurane during the study. After induction of anesthesia, the lower abdomen and both legs of each mouse were shaved and 40 μL 68 Ga-labeled 800CW-tilmanocept (0.11 nmol) was injected subcutaneously into one hind side of the footpad. Immediately after the injection, the footpad was massaged for 10 s. The mice were transferred to the imaging stage of the Optix MX for in vivo imaging, at 25 min postinjection. The footpad bearing the injection was taped onto the stage to avoid motion artifacts. The laser excitation and emission wavelengths were adjusted to the same values (λ ex ¼ 758 nm, λ em ¼ 780 to 792 nm) as used to image the in vitro fluorescence intensity. An ROI was selected over the footpad and the SLN with a 1.5 × 1.5 mm 2 pixel size. The mice were euthanized 30 min postinjection. The popliteal and inguinal lymph nodes were excised. Images were viewed and analyzed with standard software (OptiView).
PET Imaging
Nuclear imaging was performed on a small-animal PET scanner (eXplore Vista DR, GE Healthcare, Wisconsin). Injections of 68 Ga-labeled 800CW-tilmanocept (∼0.11 nmol) were performed in mice as stated in Sec. 2.6. The syringes containing radioactivity were assayed in a dose calibrator CRC-15W (Capintec Inc., New Jersey) before and after injection for the accurate determination of the injected dose. Mice were placed on the stage in a supine position. PET acquisitions were conducted in list mode for a 25-min dynamic scan (400 to 700 keV energy window). Cross-sectional images were reconstructed into five 5-min frames. SNR was defined as dividing the radioactivity counts per pixel from the SLN by the radioactivity counts per pixel from the background outside of the animal.
Nuclear Counting and SLN IRDye 800CW Calculation
The excised lymph nodes were assayed for radioactivity using a 400 to 600 keV window (Gamma 9000, Beckman Instruments, California) and compared to a counting standard of a known dilution of the injectate. The percent of injected dose (%ID) of tilmanocept was calculated by comparison of the tissue counts with counts from the counting standard. Calculation of the amount of 800CW-tilmanocept within each SLN was based on the %ID of tilmanocept. The amount of IRDye 800CW within each SLN was calculated based on the amount of 800CW-tilmanocept and the IRDye 800CW density. The percent SLN extraction 23 was calculated as the difference between the SLN and distal lymph node counts divided by the sum of the SLN and distal lymph node counts.
Results
Synthesis
The chemical structure of 68 Ga-labeled 800CW-tilmanocept is illustrated in Fig. 1(a) . The receptor-binding multimodal imaging probe is composed of NC units of amino-terminated leashes, ND units of DTPA, which chelate the nuclear imaging reporter 
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Absorption & Fluorescence Spectra 68 Ga, NDye units of the optical imaging reporter IRDye 800CW, and NM units of mannose, the receptor substrate. Figure 1(b) is the normalized absorbance and fluorescence spectra of free IRDye 800CW and an 800CW-tilmanocept preparation having a mean fluorophore density of 2.3 dyes per tilmanocept. The spectra demonstrated absorption and emission peaks of the conjugated product with a 6 nm visible red shift, compared to the unconjugated IRDye 800CW. A similar phenomenon was observed for Cy7-tilmanocept. 23 The HPLC chromatograms of unconjugated IRDye 800CW molecule exhibited absorbance and fluorescence peaks with an elution volume of 28 mL. All conjugates exhibit absorbance and fluorescence peaks at an elution volume of 10 mL with no detectable peaks at 28 mL. The fluorophore density could be controlled by the molar ratio of the coupling reactants, IRDye 800CW-NHS-ester and tilmanocept. Figure 3 demonstrates this ability, where the reactant ratios from 1 to 10 mole of IRDye 800CW-NHS-ester per mole of tilmanocept produced 800CW densities from 0.7 to 3.8 per tilmanocept. Five IRDye 800CW densities were prepared: 0.7, 1.5, 2.3, 2.9, and 3.8 mol∕mol. 
Calculation of Fluorophore Density
Statistical Analysis of IRDye 800CW Density Distribution
Characterization of Optical Properties
Covalent attachment of IRDye 800CW to tilmanocept altered the absorbance spectra. Figure 4 is the absorbance spectra (dye concentrations of 150 nM) of unattached IRDye 800CW and 800CW-tilmanocept conjugates of different IRDye 800CW densities. The absorbance profile of 800CW-tilmanocept was significantly influenced by the fluorophore density. The ratio of nonradiative overtone hump at 710 nm (confirmed by comparison of excitation and absorption scans) to the peak at 780 nm increased when more dyes were attached. At same dye concentration, the conjugate with a mean density of 2.3 dyes per tilmanocept (green, hexagon) had the highest absorbance at 780 nm, while the conjugate with 0.7 dyes per tilmanocept (cyan, triangle) had the lowest absorbance. The conjugates with 1.5 (red, circle), 2.9 (blue, diamond), and 3.8 (pink, square) dyes per tilmanocept had intermediate absorbance values at 780 nm. All conjugates exhibited less absorbance at this wavelength compared to free fluorophore (black). The optical characteristics of the conjugates with different IRDye 800CW densities were determined at three excitation wavelengths. The molar absorptivity ε decreased dramatically after the attachment to tilmanocept at low fluorophore density (R ¼ 0.7). With increasing fluorophore density, the absorptivity per mole of fluorophore increased to a peak value at 2.3 and then decreased [ Fig. 5(a) ]. The relative error of the molar absorptivity and quantum yield measurements were <9 and 11%, respectively. The brightness and quantum yield per attached fluorophore were lower than the free fluorophore. For free IRDye 800CW, the molar absorptivity ε and quantum yield Φ in PBS at 780 nm were measured to be 122; At an excitation wavelength of 780 nm, the calculated specific fluorescence brightness for 2.3 800CW-tilmanocept conjugate was ∼4.7 times higher than the 0.7 conjugate. The 800CW-tilmanocept brightness values at 780 nm were higher than 758 nm, and the lowest values were at 805 nm.
In vitro fluorescence images confirmed our specific fluorescence brightness calculations. Normalized 800CW-tilmanocept brightness when plotted against the IRDye 800CW density matched the normalized ROI intensities [ Fig. 6 (a), 6(c), and 6(e)]. Both parameters peaked at fluorophore density of R ¼ 2.3 for each of the three excitation wavelengths. The ROI intensity for the conjugate with fluorophore density of R ¼ 0.7 was the lowest. The ROI intensity of 800CW-tilmanocept with a density of R ¼ 2.3 was much stronger, by a factor of 3.5 for excitation at 758 nm, 5.0 for excitation at 780 nm, and 6.4 for excitation at 805 nm. Figure 6 (b), 6(d), and 6(e) shows images from the Optix MX, Fluobeam 800, and Firefly endoscopic camera of the da Vinci SI robotic surgical system. The conjugate with the fluorophore density of 2.3 provided the highest fluorescent intensity in each of the three images, which exhibited SNR values of 809∶1 for the Optix MX, 90∶1 for the Fluobeam 800, and 2.5∶1 for the da Vinci SI robotic surgical system.
Radiolabeling and Radiochemical Purity
The radiolabeling yield and purity for the 68 Ga-labeled products were in excess of 98%. HPLC and ITLC demonstrated high radiochemical purity. The absorbance [ Fig. 7(a) ], fluorescence [ Fig. 7(b) ], and radioactivity [ Fig. 7(c) ] HPLC chromatograms exhibited a single component at the same elution volume. Radioactivity remained at the origin of the ITLC chromatograms [ Fig. 7(d) ], indicating high radiochemical purity for all 68 Galabeled 800CW-tilmanocept preparations. Gallium-68 DTPA compound, a possible impurity, travels to the solvent front.
Fluorescent Purity
The fluorescent purity of all preparations was in excess of 98%. Fluorescence scans of the ITLCs of 68 Ga-labeled 800CW-tilmanocept demonstrated high purity of the conjugate with fluorescent tag. More than 98% of the fluorescence and radioactivity remained at the origin [ Fig. 8(a) and 8(c) ]. Unconjugated IRDye 800CW traveled to the solvent front [ Fig. 8(b) and 8(d) ].
In Vivo Sentinel Lymph Node Fluorescence Imaging
Popliteal SLNs were identified by their fluorescence intensity after footpad injection. No detectable signals were observed from distal lymph nodes. For all mice, the percentage extraction of popliteal nodes exceeded 99%, which was consistent with our previous observations with 99m Tc-labeled tilmanocept 8 and 99m Tc-labeled Cy7-tilmanocept. 23 Among the five preparations, the R ¼ 2.3 conjugate provided dramatically brighter signals than all other conjugates. In vivo imaging (Fig. 9 ) of the R ¼ 2.3 800CW-tilmanocept conjugate showed a bright popliteal node close to the injection site in the left hind leg. The color map is logarithmic with a peak value of 56 kilocounts. Based on the ex vivo nuclear counting, ∼1.1 pmol of 800CW-tilmanocept molecules accumulated in the popliteal SLN. Consequently, the fluorescence signal with a peak intensity of 1.2 kilocounts in the SLN was originated from the 2.5 pmol of conjugated IRDye 800CW molecules. The right hind leg of the animal was scanned as a control, where no counts were observed above the background signal. When the same amount of 800CW-tilmanocept with dye density of R ¼ 0.7 was administrated to the mice, a similar amount of the conjugate was trapped in the popliteal node; however, the node was not identifiable against the background signal (image not shown).
PET Imaging
SLNs were easily visualized by PET. As shown in Fig. 10 , the popliteal lymph node was detected as a hot spot separated from the injection site on the coronal cross-section. This image was reconstructed from raw data acquired 15 min after injection; 0.94% of the injected dose (∼0.92 pmol) accumulated in the popliteal SLN. The percent extraction was >99%. The color map represents the radioactivity counts. The SNR was 2922 for the popliteal SLN. The positioning of the hot node and the injection site was consistent to the relative locations of the fluorescence signals in optical images.
Discussion
A detailed optical characterization of a receptor-targeted fluorescence imaging probe is a critical step during translation into a phase 1 clinical trial. Receptor-targeted agents exhibit unique properties that offer increased sensitivity to changes in tissue function. 29 However, these properties can also limit the amount of agent that can be accumulated in the tissue. This can occur because the number of receptors within the target tissue will determine the maximum number of imaging molecules that can accumulate within the tissue via a receptor-targeted mechanism. Consequently, the number of imaging reporters per amount of injected probe is an important design consideration. This is the motivation for our design criteria, specific fluorescence brightness, which is an index of brightness per mole of 800CW-tilmanocept. Specific fluorescence brightness is the optical equivalent of the specific activity for radiopharmaceuticals. The difference between the optical imaging probe and a radiopharmaceutical is that only a very small fraction of latter imaging agent is actually radiolabeled. 30 For example, when 3.0 mg of Zevalin is radiolabeled with 5.0 mCi of 111 In, only 0.6% of the antibodies carry a radioactive atom, the imaging reporter. Unlike radioactive labels, the attachment of more fluorescent reporters to each targeting molecule will not necessarily yield a corresponding increase in the fluorescence signal. The goal of this work was to maximize the specific fluorescence brightness of 800CW-tilmanocept.
Optimization of the IRDye 800CW loading on tilmanocept for maximum fluorescence brightness is crucial when designing the brightest conjugate. The in vitro brightness measurements permitted the selection of the brightest conjugate for in vivo studies. Fluorescence brightness trend at different wavelengths was first calculated based on absorbance and fluorescence data acquired on a spectrometer. Then this trend was further confirmed by fluorescence intensity measurements with three preclinical imaging systems. The optimal 800CW-tilmanocept conjugate peaked at the fluorophore density of R ¼ 2.3. At the excitation wavelength of 758 nm, 800CW-tilmanocept with fluorophore density of R ¼ 2.3 exhibited 4.7-fold stronger brightness than the conjugate with fluorophore density of R ¼ 3.8. The further increase in fluorophore density does not compensate the loss of the brightness per fluorophore, which results in an overall decrement of the brightness. The trends of in vitro fluorescence intensity for 800CW-tilmanocept with various dye densities in PBS buffer imaged with three imaging systems match the brightness measurements on the spectrometer, where coupling 2.3 IRDye 800CW molecules per tilmanocept provides the greatest fluorescence intensity.
We evaluated the determining factors of the fluorescence brightness (cm −1 · mM −1 ), which is the product of molar absorptivity ε (cm −1 · mM −1 ), an index of how efficiently photons are absorbed, and quantum yield Φ, an index of how efficiently absorbed photons are converted to fluorescence photons. More specifically, we optimized the specific fluorescence brightness of 800CW-tilmanocept, which was an index of brightness per mole of the contrast agent. Maximum dye-loading does not necessarily yield maximum brightness. At high dye concentrations, the molar absorptivity can vary from Beer's law and the quantum yield can be reduced due to self-quenching, resulting in overall reduced brightness. Variations of absolute ε and Φ values of free IRDye 800CW were reported in literatures around 785 nm, which are possibly due to different solvent systems. 31, 32 The molar absorptivity ε per mole of dye peaked at density of R ¼ 2.3. Multiple factors contribute to the changes in molar absorptivity as the number of attached dyes per dextran is increased. These factors include changes of local refractive index originating from dextran-solvent interaction, 33 dye-dye interactions, 34 and the "inner-cell" effect 35 caused by high local dye concentrations. A more detailed study into the degree at which each factor contributes to the change in molar absorptivity will require the isolation of each 800CW-tilmanocept molecule with the same degree of dye substitution. For example, a dilute solution of an 800CW-tilmanocept conjugate with only one dye attached to a single dextran may not exhibit fluorophore aggregation or an inner-cell effect.
The average Φ for unconjugated IRDye 800CW was 0.12 from direct measurement using an integration sphere. The Φ values for all the 800CW-tilmanocept conjugates fall below it and decrease with increasing fluorophore density. These could be explained by self-quenching of fluorophores in close proximity. The distribution calculations listed in Table 1 demonstrate that a fraction of the 800CW-tilmanocept molecules, even at low coupling densities, will consist of at least two IRDye 800CW moleclues attached per tilmanocept and will, consequently, facilitate self-quenching within the tilmanocept molecule, which would reduce the overall quantum yield of the molecule.
The statistical analysis sheds light on understanding the optical properties of the 800CW-tilmanocept conjugates. The essential assumption is that heavily labeled conjugates provide an increased opportunity for intramolecular interactions of the fluorophores such as inner-cell effect and self-quenching, which will consequently affect the parameters we measure, including the molar absorptivity ε and the quantum yield Φ. Our results were consistent with Gruber et al., 36 who observed a nonfluorescent state of Cy5 at high degrees of attachment to IgG. As shown in Table 1 , within the low-density 800CW-tilmanocept preparation, ∼20% of the IRDye 800CW molecules contributed to 800CW-tilmanocept molecules with at least two IRDye 800CW molecules attached. This value increases to ∼60% in preparations with an average of 1.0 IRDye 800CW molecule per tilmanocept. Depending on solvent and temperature, the conformation of dextran molecules changes from a rod-like shape to a random coil. 37 This conformational flexibility enables two IRDye 800CW molecules within the tilmanocept to interact and is an alternative to the hypothesis that the first dye can direct the attachment of the second dye via a dye-dye interaction. Conformational flexibility after a random attachment of the second dye would maintain the assumption of "site independence" required by the statistical model expressed by Eq. (2). In other fluorophore-carrier systems, when switching the IRDye 800CW to other dyes such as Cy7 or Alexa 750 fluorophores, or tilmanocept to other carriers such as nanoparticles or other polymers, the optimal number of dyes per carrier may vary a great deal due to their distinct intrinsic properties (size, shape, flexibility, etc.). However, the caveat that maximum dye-loading does not equal maximum brightness is still applicable. In our case, the fluorescence intensity of the conjugate could differ by fivefold while optimizing the chemical structure. Sensitivity of the imaging system is also a limiting factor, which requires brighter probes. At same concentration, the dimmest probe may not be detectable if it is close or even beyond the detection threshold of the optical system, which could easily lead to false negatives. Furthermore, investigators need to demonstrate whether the fluorophore labeling compromises the binding affinity of the probe. Our previous study indicated fluorescent tilmanocept exhibited an unaltered K D .
23 Similar investigations should be performed when selecting the optimal conjugate.
To the best of our knowledge, this is the first example of dual-modality nonparticulate SLN targeted imaging with 68 Ga and an NIR dye. Radiolabeling with 68 Ga greatly facilitates tracking of the 800CW-tilmanocept in vivo with a PET scanner. Additionally, the agent can be visualized by fluorescence and/or by a hand-held radioactivity detector. These properties make the 68 Ga-labeled 800CW-tilmanocept ideal for preoperative surgical planning. Hybrid PET-CT can guide the surgeon to the lymph node basin that contains the SLN. Fluorescence imaging cameras such as the Fluobeam 38 can guide the surgical exposure and visual identification of the SLN. 39 This can be performed with wide-bandwidth cameras and laparoscopic cameras during robotic-assisted surgery. 40 The goal of the approach is to reduce operative time, improve diagnostic accuracy, and decrease morbidity.
